Clinical decision-making in breast cancer increasingly depends on the quantitative evaluation of molecular and immunohistochemical markers, such as Ki67 for tumor proliferation assessement. However, recent studies have shown a limited reliability of the established manual Ki67 scoring in breast cancer diagnostics in a multicenter setting. As a solution we present a novel automated Ki67 scoring system, which we validate using data from the prospective neoadjuvant GeparTrio trial. Our approach is readily deployable in routine diagnostics and may thus help solve the recently reported reliability issues in Ki67 scoring.
Introduction
The prognostic and predictive utility of the proliferation marker Ki67(1) has been studied extensively in breast cancer (2) (3) (4) (5) (6) (7) (8) . Unlike other immunohistochemical markers, such as ER and PR, Ki67 requires a more precise quantification to stratify patients into different risk groups, which is usually done manually in routine diagnostics. However, Ki67 scoring by visual inspection has been shown to suffer from a considerable inter-and intra-observer variability (9, 10) , which is likely partly due to the fact that only a limited number of cells are evaluated in routine diagnostics. In this context, automated image analysis may help to streamline and standardize Ki67 scoring, for which several approaches have been proposed in the recent years by academic groups (11) (12) (13) and companies. However, the previous approaches have not been validated using a prospective-retrospective trial design considered necessary to reach a sufficient level of evidence to determine clinical utility when validation studies rely on archived tissue samples (14) . Here, we present a novel robust and easy to use Ki67 scoring approach that follows the International Ki67 in Breast Cancer Working group guidelines (9) and is based on a cell detection method and image analysis framework we recently developed (15, 16) . We validate our approach by applying it to 1082 breast cancer cases from the prospective neoadjuvant GeparTrio trial (17, 18) .
Methods

Patient characteristics and treatment in the GeparTrio breast cancer cohort
Overall, 2090 breast cancer patients had been recruited in the GeparTrio breast cancer cohort who had received no prior treatment. 2072 patients started chemotherapy with TAC (docetaxel-doxorubicin-cyclophosphamide), out of which 1166 tissue specimens were available here. For detailed patient characteristics see table S1.
Specimen characteristics
Core needle biopsies of breast tumors from patients acquired in a routine diagnostic setting that were formalin-fixed and paraffin-embedded were used in this study. Tissue specimens were fixated at room temperature in 10% neutral-buffered formalin immediately after biospies were acquired (max. time to fixation 3min). Time of fixation was 16-72h.
Research. Subsequently, specimens were paraffin-embedded and further processed on the same or the following day.
Assay methods
Immunohistochemical staining and image acquisition
1166 digital images were taken from Ki67 stained whole core biopsies using a conventional light microscope (Leica DMRB and Olympus BX51) and microscope camera (both JVC KY-F75U). Ki67 immunohistochemistry was performed using clone MIB-1, 1:50, DAKO, Hamburg, Germany on an autostainer, Ventana, Tucson, USA, using the standard protocol "xt ultraview dab v3". After visual inspection by an experienced pathologist 84 images were considered not suitable for automated image analysis because of poor specimen or image quality.
Automated Image Analysis
The automated image analysis approach for computer-assisted Ki67 scoring we present here is based on a cell segmentation method developed in (16) , of which an implementation is available in the open source image analysis framework CognitionMaster (15) . To extend the approach to Ki67 immunohistochemistry assessment the following modifications were necessary: While the original cell detection imposed very loose restrictions on cell nucleus sizes we improved breast cancer cell detection by estimating the range of nucleus sizes in a pre-segmentation (0.95 percentile of the area of convex objects is used as target size).
Moreover, we replaced Otsu´s method (19) previously used to determine the threshold to distinguish cell nuclei from image background, because it is based on the concept that an image is essentially separable into two intensity classes. However, typical histological images are characterized by the presence of more than two intensity classes, such as no tissue, tissue but no cell nuclei, Ki67 negative cell nuclei and Ki67 positive cell nuclei each showing a certain haematoxylin intensity ( Figure 5 and supplemental Fig. 1 ). In the modified cell nucleus detection method presented here, initially, all objects with a minimum haematoxylin intensity and positive intensity gradient (objects with higher haematoxylin intensity compared to the adjacent objects) are selected. Consecutively, the histograms for the (temporary) image background and foreground are computed ( method, but can be associated with a cell nucleus via the background and foreground histogram are set to "foreground" and are then grouped via connected component analysis.
To classify cell nuclei as Ki67 negative or positive, first, the IHC-and counter-stain are separated through color deconvolution (20) . Consecutively, the optimal threshold is computed by testing all possible thresholds (1..255). The F 1 score (the harmonic mean of precision and recall) and a plausibility score are used to evaluate each threshold and finally the threshold with the best combination of F 1 score and plausibility is used. Please note that this routine is sometimes does not classify all cell nuclei into tumor and non-tumor correctly. However,, first, regions can be interactively refined by the pathologist to exclude problematic region, if necessary, but more importantly, note that our automated Ki67 scoring validation was successful without any such manual intervention.
Manual and Automated Ki67 scoring
The manual Ki67 scoring was performed by one out of three pathologists (central counting)
for each tumor who examined the complete slide of the core biopsy and who selected one area for exact counting. In cases with a heterogenous distribution of Ki67, an area with the highest expression (the so-called hot spot) was selected. The selected area was documented in a microphotograph, and this microphotograph was used for both exact manual counting of 200 adjacent invasive tumor cells (compare (3)) as well as for automated image analysis. Already a weak nuclear staining was regarded sufficient for Ki67 positivity. For the automated scoring a software tool based on the image analysis method described in the previous section was implemented using the CognitionMaster platform that may be used in single-or multi-case mode. Multi-case batch processing was performed for 1082 out 1166
Research. Ki67-stained immuno-histological images (84 images were excluded due to poor image quality). These images were identical to those that we used for manual scoring acquired at 200x and a resolution of 1240x800 pixels by pathologists using a standard microscopemicroscope camera set-up. The software automatically sequentially loads the image files and saves visual and numeric result representations. Processing time was 1502 minutes for all 1082 images, with an average processing time of 1 minute 23 seconds per image. All processing shown here was performed on a standard PC running Microsoft Windows 7.
Study design GeparTrio breast cancer study cohort
The GeparTrio trial (NCT00544765) is a prospective randomized phase III study comparing Clinical data on pathological complete response (pCR) was available for 1166 patients.
Clinical data on disease-free and overall survival was available for 1101 patients. Patients had given prior consent for tissue collection and biomarker analysis. Clinical follow-up data has been updated since the previous report on the GeparTrio cohort in (3). For the Consort statement see Fig. 1 , further details see supplement.
Statistical analysis methods and Ki67 cutoff selection
A statistical analysis plan was prepared prior to the start of this study and the pathologists performing the scoring analysis were blinded for the clinical data. Clinical data were available only for the collaborators at the German Breast Group to whom the scoring results were sent for further analysis: Time-to-event outcome parameters were estimated using Kaplan-Meier product-limit method and treatment groups were compared by log-rank test.
Research. 
Cox proportional hazards models were used to calculate hazard ratios (HR) including 95% confidence intervals (CI). All statistical tests were two-sided by default. χ 2 test was used for trends for pCR rates. Multivariate analysis adjusted for age (<>40 yrs), cT1-3 vs. cT4, cN0 vs. CN1, lobular histology vs. others, G1,2 vs. G3, HER2 and HR status. For consistency purposes and to ensure comparability we chose the same cut-off points that were previously used for the manual analysis(3), where they had been determined in a systematic way using the Cutoff Finder algorithm (21) 
Results
Baseline clinical data
The clinicopathological characteristics of the study cohort are shown in supplementary   Table S1 (see also (17, 18) ). The median follow-up was 82.4 months for DFS and 91.0 months for OS. For the flow of patients through the study see Consort statement in Fig. 1 . Figure 2 .
An exemplary visualization of the automated Ki67 scoring results is shown in
Correlation between manual and automated Ki67 scores and intra-class correlation
We performed computer-assisted automated Ki67 scoring based on digitized images, for which manual Ki67 scores were determined previously. The results show a correlation between manual and automated Ki67 scores of r Pearson =0.89 (Figure 3) . The intraclass correlation between automated and manual scores was r ICC =0.93 (p<0.001).
Research. 31.6% (manual: 3.3%, 13.0% and 29.6%) (P < 0.001, χ 2 test for trends), the odds ratios of the three groups were 1.00, 2.95 and 7.36 (manual: 1.0, 4.4 and 12.4) (P < 0.001, logistic regression). These findings remain statistically significant after adjusting for clinicopathological parameters (p < 0.001, logistic regression). 
Discussion
In this study, we present a novel computer-assisted Ki67 scoring method for breast cancer. We validate the approach in a large cohort of breast carcinomas from a prospective neoadjuvant clinical trial and compare its performance to manual scoring results presented earlier(3). While several automated Ki67 evaluation approaches have been proposed (e. g. (11-13) ), our approach is the first whose performance is compared to thorough manual scoring and evaluated using tissue samples from a large prospective clinical trial. Because of the size of the trial of over 1000 patients for whose tumors manual and automated Ki67 scoring were performed, a broad variety of breast cancer samples is covered demonstrating the robust performance of our approach across morphologies. Unlike existing methods, we designed our automated Ki67 scoring in a way that no training, calibration or user interaction is needed. The approach by Mohammed et al. (13) , for instance, requires observer-specified (fixed) intensity thresholds to classify nuclear Ki-67
Research. Konsti et al.(12) use a similar method that requires the user to define intensity thresholds also to classify hematoxylin into cell nuclei and background. However, defining parameters prior to analysis is very susceptible towards morphological variability typical of many tumors or technical variation and therefore requires constant adjustment. Other approaches for automated immunohistology evaluation such as, for instance, described or applied in (11, 24, 25) rely on training of certain cell and tissue features, a procedure that is usually time consuming and often requires re-training of the method prior to analyzing new images. Our approach is capable of providing reliable results without any training, calibration or interaction performed by the user, because we combine very generic assumptions on cell features with automated adaptive threshold search to detect Ki67-positive and negative cells. This minimizes detection biases due to variation of morphological features or staining variation between cases. Selecting or excluding certain tissue regions or cells is optional, but was not used in this study.
Despite the described technical advantages over previous approaches it is neither the intention nor within the scope of this study to show that our approach performs better than other automated scoring systems. The aim of this study was to present and validate an easy-to-use automated Ki67 scoring method in a prospective-retrospective clinical study approach using samples from a large prospective clinical trial. This validation, that has to our knowledge not been performed with any other automated Ki67 analysis system, is in our opinion essential to show the clinical utility and to promote reliable quantitative histological diagnostics.
Interestingly, the overall results are relatively similar between manual and automated approaches, which might appear surprising given the high variability of manual Ki67 scoring reported previously (10) . However, this is likely due to the fact that the manual scoring results were obtained by using a standardized stringent monocentric evaluation with exact counting of cells rather than semiquantitative estimations. Therefore, automated Ki67 scoring can be expected to perform more robustly than manual approaches in routine diagnostics where a considerable intra-and interobserver variability has been observed for manual scoring (9) . But even if manual scoring performed similarly also in routine settings, would our automated approach have several advantages over manual scoring: Whereas exact manual counting of about 500 cells takes between about 6 and 10 min, our approach requires about 30 to 40 sec to score Ki67 in a typical routine diagnostic field of view. Similary, the automated system is capable of evaluating the complete cohort of over 1,000 cases within a day, which is not feasible manually.
As a caveat, despite the fact that the international Ki67 consortium has shown that interobserver variation is one main reason for the limited reproducebility of Ki67 scoring (9) expression with "hot spots" or strong variability in staining protocols will need to be addressed separately. However, the reduction of observer-related variation is an important step and automated methods are also necessary to study questions like tumor heterogeneity, because large amounts of image data need to be processed in a standardized manner to address such questions.
Regarding the broader use of our approach in routine diagnostics, recent implementation also at other sites appears to be confirming the robustness of our method and another systematic study addressing automated Ki67 scoring performance under routine diagnostic conditions including the analysis of samples processed in different laboratories is currently under way.
To summarize, our approach allows for a robust and standardized fully automated Ki67 scoring that may therefore contribute to a solution to the widely critized variations observed in current manual evaluation that have fundamentally put the utility of Ki67 as a prognostic and predictive biomarker in breast cancer diagnostics into question. . HDAB intense and convex objects (C) are used to estimate the target size of cell nuclei to select optimal contours from the initial segmentation (D). Finally, objects are classified into non-tumor (black), Ki67 negative tumor cells (green) and Ki67 positive tumor cells (red) and used for Ki67 scoring (E).
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